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Thxae sets of TPM samples frost Marlboro Monitor #7 were 
analysed for Moisture end nice else, using one extract for both 
dstsmlaeticms. lech sample vaa pieced in « septum scaled 
test tube, extracted for about eighteen hour* in ten ml. of dry 
isopropfy'ol. After sampling for Her vitb « nieroayrings, 
tbs septuca was removed, sad an aliquot v*» plpsttsd sad 
transferred to e Griffith still end analysed for nicotine. 

Tbs results obtained vere very precise; tbe nicotine level found 
compare* veil with that found by tbs rsgulsr nicotine procedure. 
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The nicotine delivery of the Monitor #7 

has been 

*. . . 

dotermiaed to be 1.07 mg/clgt., »ith * precision of * 0.03 

ei- 

mg/eigt on 

a group of 240 sample*. 



lbs results listed abort prove tbe feeaabiilty of this scene 
ef nicotine determination, t&ite jpmvldiug e correction for 
moisture in TPM. However, it could probably prove impractical 
if adopted ss s standard sieetbc procedure, because of both 
the extraction waiting period and the increased number of 
manipulations required. ■ 
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